ificate Intertek

THE FIELD OF INDUSTRIAL PRODUCTS dated 13 March 2020.

This issued certificate - Certificate No: ITS16ATEX28408X

gruse ngr? egﬁi&!l rt'?r%‘é"??l\%%@éf“f?gﬁﬂ?ﬂgﬁon File underwent a legal

transfer of new ownership by signed agreement between the named
EX28408X ¢ssinés3ertificate and the 3" party bodies involved in the
transfer from NB0O359 to NB2575 on 17 December 2020
4. Product: ‘E’ and ‘G’ series fiejd and panel mount externally powered rate
totalizers BA317E, BH337E, BA367E, BA377E, BA318E, BA338E,
BA368E, BA378E, B 88E, BA317E-SS, BA337E-SS, BA367E-SS,
SaSTTE s, BAvie I DA B B PA

dPosition: A rtification Officer

5. Manufacturer: BEKA associates Limijg

Signature:
6. Address: Old Charlton Road oMne

Hitchin, Herts SGS 2D te: 17 December 2020
United Kingdom

7. This product and any acceptable variation thereto is
documents therein referred to.

8. Intertek Testing and Certification Limited, Notified Body number 0359 in accordance with Article 17 of
Directive 2014/34/EU of the European Parliament and of the Council dated 26 February 2014, certifies
that the product has been found to comply with the Essential Health and Safety Requirements relating
to the design and construction of products intended for use in potentially explosive atmospheres given
in Annex Il to the Directive.

The examination and test results are recorded in confidential Intertek Report Ref 102170728LHD-001A
Issue 1 dated March 2016, Intertek Report Ref 102578398LHD-001A Issue 1 dated August 2016 and
Intertek Report Ref 102738036LHD-001A dated November 2016.

o Compliance with the Essential Health and Safety Requirements has been assured by compliance with
EN 60079-0:2012 + A11:2013 and EN 60079-11:2012 except in respect of those requirements referred
to at item 16 of the Schedule.

10. If the sign “X” is placed after the certificate number, it indicates that the product is subject to Specific
Conditions of Safe Use specified in the Schedule to this certificate.

11. This EU-Type Examination Certificate relates only to the design and construction of the specified
product. Further requirements of the Directive apply to the manufacturing process and supply of this
product. These are not covered by this certificate.

12. The marking of the product shall include the following:
111G ExiallC T5 Ga
-40°C < Ta< +60°C

-40°C < Ta < +70°C (see description for more detailed marking)
111D Exia llIC T80°C Da
-40°C < Ta < +60°C

Intertek Testing & Certification Limited AT Agstip )
Intertek House, Cleeve Road, Leatherhead, Surrey, KT22 7SB Cetgtlflcatlon Officer
Tel: +44 (0)1372 370900 Fax: +44 (0)1372 370977 25" November 2016

www.intertek.com
Registered No 3272281 Registered Office: Academy Place, 1-9 Brook Street, Brentwood, Essex,
CM14 5NQ.

Page 1 of 5

This certificate may only be reproduced in its entirety and without any change, schedule included and is
subject to Intertek Testing and Certification’s Conditions for Granting Certification.















